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Abstract. In the present work, a device destgned for concentrating cells 
from biological fluids is described. The instrument consists of a tube in which 
the inner cavity has a conical shape at one of its ends and a small orifice is 
found at the botton. whIle the tube's exterior maintains its cylindrical shape. 
The tube ls placed inside a second tube that ends on a flat surface on which a 
glass cover slide 1s placed. The sample to be studied ls placed in the inner 
tube of the assembled device and spun in a regular clinical centrifuge. Cells 
are collected on the glass sUde. fixed and stained for microscopical studies. 
The device was tested using 23 samples of cerebrospinal fluid (CSF) from pa
tients with lymphoproliferative diseases. An adequate number of intact cells 
was recovered for observation. and a precise diagnosis was possible. Cells 
from three aliquots of each CSF sample were concentrated by this method, 
and by the more expensive standard commercial cytocentrifuge, with similar 
results. The device described here provides an easy, efficient and inexpensive 
method . for the concentration of cells from organic fluids. 

Dlse60 de UD Instrumento práctico para estudios 

clto-morfo16glcos en fluidos blologlcos. 
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Resumen. En el presente trabajo, se muestra el diseño de un tubo 
adaptable a la centrifuga clínica, que permite concentrar elementos celulares 
para estudios morfológicos a partir de fluidos orgánicos como líquido cefalo
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mQui~M (Len), M~lHM, pleurJ, odna etc. ~1 tubo consta de una parte A. ci
líndrica. que se hace cónica en su interior y en el exterior conseIVa la forma, 
dejando un pequeño orificio de salida. Esta parte se enrosca en un tubo B, 
más corto que termina en una superficie plana que contiene en su interior 
una laminilla de vidrio cubreobjeto. El liquido a estudiar se coloca en el tubo 
ensamblado, se centrifuga en una centrifuga clinica y una vez centrifugado, se 
retira la laminilla con el centrifugado. se tiñe y se puede obseIVar en el mi
croscopio. Se procesaron 23 muestras de LCR de pacientes con leucemia linfo
blástica aguda o con linfoma. En todos los casos, se obtuvieron preparados 
con número adecuado de células para hacer un diagnóstico morfológico. Las 
muestras de LCR sometidas al proceso descrito y aquellos donde se utilizó 
una citocentrifuga comercial, arrojaron resultados similares. En conclusión, el 
dispositivo presentado. permite sustituir la citocentrifuga en forma eflcaz y 
económica. a la vez que hace accesible el estudio citomorfológico de fluidos or
gánicos, a mayor número de pacientes. 

Recibido: 27-6-97. Aceptado: 13-1-98. 

INTRODUCTION 

Cytomorphological studles have 
always been of great interest in medi
cal science since they permit cellular 
identification and quantlflcation. 
Most animal tissues offer sufficient 
numbers of cells to permit morpho
logical study, however, sorne body 
fluids have low cell concentrations. 
Such ls the case of cerebrospinal 
fluid (CSF). and ascitic or pleural ef
fusions. 

In many instances. In the early 
stages of pathological processes, ti1e 
study of cell morphology in organic 
fluids can be helpful in reaching a 
correct diagnosis. However, in order 
to obtain an adequate cell number, 
the samples. tradltionally, are con
centrated by cytocentrifuge, an ex
pensive piece of equipment, not 
avalaible in most publ1c health cen
ters In underdeveloped countries. The 

purpose of this work Is to present an 
unexpenslve device, designed to fU 
any clínical centrifuge. that permits 
the concentration of cells from most 
organlc fluids. 

MATERIAL AND METBOD 

The device proposed in thls pa
per ls shown in Figures 1. 2 and 3. It 
conslsts of two assembled plexiglass 
cylinders. One cylinder (A) Is 110 mm 
long, with an outer diameter of 20 
mm and an Inner dlameter of 15 mm, 
becoming conical towards the botton 
end. and ending in an orifice of 5 mm 
in diameter. The other cylinder (B) ls 
20 mm long, with a 25 mm outer di
ameter and a 20 mm internal dlame
ter. CyUnder A flts lnto cylinder B. A 
12x12 mm glass coversUp ls placed 
on a 1 mm thick rubber support 
placed at the internal end of A, under 
the orifice. The sample to be tested is 
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placed inside cylinder A of the assem
bled device (Fig. 2) and spun in a 
clinical centrifuge. The cells collected 
on the coverslip are fIXed and stained 
for microscopical studies. 

Cell recovering assays 
Leukocytes 
Leukocytes were obtained from 

normal whole citrated blood by a Fi
coll-Hypaque gradient (1) (Sigma). 
The number of cells per microliter 
was ftrst determined in an automated 
ceIl counter (DYN 1400). 

Serial dilutions of this leukocyte 
suspension were prepared with nor
mal saline solution. Each dilutlon 

was placed in the device described 
aboye and centrifuged. 

In order to find the optimal con
ditlons for cell recovexy. aliquots of 
each dllutlon were spun down at dif
ferent speeds. for different periods of 
time. 

Twenty three samples of CSF 
from patients with hematologic malig
nancies (lymphobIastic leukem1as and 
lymphomas) were processed. Three 
aliquots of five hundred microliters of 
each sample were placed in the assem
bled tube and centrifuged. The recov
ered cells were fIXed. stained with 
Wrtght-Giemsa and obseIVed on a 
Zeiss microscope (xlOOO). Pretreatment 
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Fig. 2. Assambled device. 
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of the coverslips with a 12% bovine al
bumin solution improved cell adher
ence. 

Cells from 25 consecutlve micro
scopic fields were identlfied and 
counted. Aliquots of the above sam
pIes were also processed in a com
mercial cytocentrifuge (Cytospin 2) in 
order to compare the results with 
those obtained by our method (2). 

Results were expressed as 
means and standard deviatlons of the 
means. Comparisons between groups 
were made by the Mann-Whitney test. 
The associatlons between variables 
were analysed by linear correlation. 
Two-tailed p<0.05 was considered 
statistically significant. 

RESULTS 

The optimal experimental condi
tions for leukocyte centrifugation 
were found to be 180 g during 3 min
utes at room temperature. Higher 
speeds or longer centrifugation times, 
resulted in the rupture of the plas
matic membrane of neutrophils and 
monocytes. 

Table 1 shows the means of the 
cellular counts per microscopic field 
after centrifugation of CSF uslng our 
device. 

It Is important to note that. even 
in cases where no cells were found 
previous to centrifugatlon. it was pos
sible to observe cells with a well pre
served morphology after the fluid was 
centrifuged in our device (Table 1). 

The number of cells observed 
per field was in direct proportion to 
the number of cells counted before 
centrifugatlon (Fig 4 and 5); a good 
positive correlation between these two 
variables was obtained (r: 0.8892 
p<O.OOO 1) (Figure 6). 

The preservatlon of the morphol
ogy allowed accurate leukocyte for
mulas (Fig 7). Similar leukocyte 
counts were obtaned when the sam
pIe aliquots were centrifuged using 
the commercial cytocentrifuge (10.2 4 
cells/ per field) or our device (9.5± 
cells/per field) (Table 11). 

DISCUSSION 

In the present work, a simple 

TABLEI 
CELLULARl1Y ANO MORPHOLOGIC ASPECfS OF CONCENTRATED 


CEREBROSPINAL FLUIDS 


N CELLS/uL CELLS/FlELD DIFFERENTAL MORPHOLOGIC 
COUNT% INTEGRI1Y% 

4 O 2±1 L:lOO 100 

10 50±50 5±3 L:79 N:7 M:6 B:lO 94 

4 150± 50 11 ± 5 L:78 N:7 M:2 B:13 96 

3 400± 100 42±9 L:65 N:9 M:5 B:21 90 

2 600± 100 72±23 L:45 N:4 M:3 B:48 94 

L: Lymphocytes. N: Neutrophlls. M: Monocytes. B: Blasts. 

Investigación Clínica 39 (l): 1998 



35 Dev1ce to concentrate cells for cytomorphologtcal studies 

A 

B 

Fig. 4 	 Lymphocytes from cerebrospinal fluid, after cellular concentratlon with the ex
pertmental dev1ce 
A: inicial count: lO cells/J1l (xlOOO) 
B: 1n1cial count: 80 ceIls/J1l (xlOOO) 
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Fig.5 NeutrophUs. platelets and mononuclear cells after cel1ular concentratlon with 
the dev1ce. Inicial count: 250 celIs/~l (xIOOO) 
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Fig. 6 Correlatlon between number of cells found in the samples without centrifuga

tlon (celI/~) and samples after centrifugatlon (celIs/microscopy fteld). 
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Fig. 7. 	 Well preserved cellular morphology from cerebrospinal fluid sample. Inicial 
count: 200 cells /IlL (xI600). 

TABLED 
RELATIONSHIP BE1WEEN THE NUMBER OF CELLS/FIELD ANO THE CELLULAR 


CONCENTRATION OF THE SAMPLES (CELLS/ML) 


Sample (Cells/mL) 

3x 105 1 x 105 0.5 x 105 

Cytocentrifu~e 9.0 ± 0.58 
(Cells/field) (5) 

Device 8.5 ± 0.82 
(Cells/field) (5) 

value NS 

• Cells counted at x 1000 

device for the concentration of cells 
from body fluids Is described. It can 
efficlently substitute the commerctal 
cytocentrifuge in the study of low cell 
concentration samples. A good pres
ervation of the cellular integrity, 
which is essential for the diagnosis of 
malignant, infectious or inftltrative 

Vol. 39 (1): 29-38, 1998 

6.3 ± 0.46 3.6 ± 0.84 
(5) (5) 

5.8 ±0.58 3.5± 0.54 
(5) (5) 

NS NS 

processes, was obtained in samples 
centrifuged using our device. The in
strument can be used for cell studies 
of most organic fluids. such as pleu
ral, ascitic, and sinovial efussions, 
urine. etc., and it can be fttted into 
any cl1nical centrifuge by a simple 
change of the buckets. 
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In conclusion. the use of the de REFERENCES 
vice descrlbed in the present work, of
fers an accesible and reliable method 1 BOYUM A.: Isolation of mononu
for clinical laboratorles that can not clear cells and granulocytes from 
afford a cytocentrifuge. allowlng a human blood. Isolation of mono
rapid and accurate diagnosis of infll nuclear cells by one centrifuga
trative or infectious processes in or tion; and of granulocytes by 
ganic fluids. combining centrifugation and 
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